, "Rapid, noninvasive quantitation of skin disease in systemic sclerosis using optical coherence elastography," J. Biomed. Opt. 21(4), 046002 (2016) Abstract. Systemic sclerosis (SSc) is a connective tissue disease that results in excessive accumulation of collagen in the skin and internal organs. Overall, SSc has a rare morbidity (276 cases per million adults in the United States), but has a 10-year survival rate of 55%. Currently, the modified Rodnan skin score (mRSS) is assessed by palpation on 17 sites on the body. However, the mRSS assessed score is subjective and may be influenced by the experience of the rheumatologists. In addition, the inherent elasticity of skin may bias the mRSS assessment in the early stage of SSc, such as oedematous. Optical coherence elastography (OCE) is a rapidly emerging technique, which can assess mechanical contrast in tissues with micrometer spatial resolution. In this work, the OCE technique is applied to assess the mechanical properties of skin in both control and bleomycin (BLM) induced SSc-like disease noninvasively. Young's modulus of the BLM-SSc skin was found be significantly higher than that of normal skin, in both the in vivo and in vitro studies (p < 0.05). Thus, OCE is able to differentiate healthy and fibrotic skin using mechanical contrast. It is a promising new technology for quantifying skin involvement in SSc in a rapid, unbiased, and noninvasive manner.
Introduction
Systemic sclerosis (SSc) is a connective tissue disease that results in excessive accumulation of collagen in the skin and internal organs. 1, 2 Since increased fibrosis underlies the common presentation of SSc, current diagnostic approaches in SSc focus on assessing the degree of fibrosis. Previous work has estimated the prevalence of SSc in the United States to be ∼276 cases per million adults and with 19.3 new cases per million adults each year. 3 Although SSc is a rare disorder, Mayes et al. reported that the survival rate was 77.9% at 5 years, but dropped to 55.5% at 10 years after diagnosis. The median survival after diagnosis was ∼11 years. This finding suggests that SSc has high case-specific mortality, as more than half of SSc patients will eventually die as a direct result of the disease. In addition to its high mortality, the disease also significantly reduces the function and quality of life of SSc patients. 4, 5 Considering the high case-specific mortality and morbidity, early diagnosis is critical in SSc management and treatment. 6 Traditionally, the modified Rodnan skin score (mRSS) system, a measure of skin thickness, is widely used to measure the skin involvement in SSc patients. The degree of the score is determined manually pinching skin at 17 sites on the body. 7 For each area, a score is given based on the palpation, and the individual values are summed to get the total skin score. The assessment of the mRSS score can be time consuming and is heavily dependent on the palpation experience of rheumatologist, which results in a subjective observation that may cause inter-and intra-observer variabilities. 8, 9 Furthermore, the skin elasticity may bias the palpation test for detecting SSc in its early oedematous stages. 10 A diseased patient may be scored as 0, but have thickened skin due to its reduced stiffness due to oedematous. Therefore, a quantitative, rapid, and objective diagnostic approach for SSc is still needed to facilitate early disease detection. 11 Several imaging modalities have been used to characterize fibrosis skin, including ultrasound imaging (USI) and optical coherence tomography (OCT). However, all imaging techniques have an inherent trade-off between spatial resolution and penetration depth. 12, 13 High-frequency ultrasound has sufficient penetration depth (∼15 mm) for an accurate measurement of skin thickness, 14 but insufficient spatial resolution (∼300 μm) to characterize micrometer scale features. 15 The echogenicity, 10 tissue attenuation, and backscattering properties 16 have been suggested as metrics for SSc assessment. In contrast, OCT can provide micrometer scale spatial resolution (≤10 μm) with an imaging depth of a few millimeters in scattering media such as skin. 17, 18 Abignano et al. initially demonstrated the correlation among OCT structural images, histology, and mRSS. 1 The pathological evidence during SSc progression can be observed from the dermal-epidermal junction in OCT images, thus highlighting the promising application of OCT to monitor SSc progression. 1 Although there is a paucity of research using OCT to study SSc, 13 polarization-sensitive OCT has been utilized to detect the collagen distribution in epidermis and dermis layers, especially the dermal-epidermal junction, 19, 20 which would be useful for monitoring dermal thickening during SSc onset. Compared with USI, OCT has superior spatial resolution and sufficient penetration depth to image the subcutaneous fat in human skin, 21 demonstrating its capability to detect the pathological changes in the dermal layers. Furthermore, tissue properties can be quantitatively assessed for various optical parameters based on the OCT signal, such as optical attenuation and speckle variance. 22 Although OCT optical properties can reflect changes in the tissue due to a disease, the biomechanical properties of tissue can provide an alternative form of contrast for disease detection and diagnostics. In the case of SSc, it is well understood that the mechanical properties of skin change significantly due to collagen thickening and, thus, may provide a powerful basis for disease detection and staging. 23 Previously, contact-based mechanical testing devices, such as the Durometer 24 and Vesmeter, 25 have been, respectively, utilized to assess the hardness and mechanical properties of skin. However, with the earlier approaches, subjective bias and mechanical damage after repeated testing can reduce disease detection accuracy. OCT-based elastography, which is termed optical coherence elastography (OCE), is a rapidly emerging technique, which can assess mechanical contrast in tissues with micrometer spatial resolution. 26, 27 In this work, we demonstrate the power of OCE technology for noncontact evaluation of skin from normal mice as well as mice induced to have SSc-like disease using bleomycin (BLM-SSc). A phase-stabilized swept source optical coherence elastography (PhS-SSOCE) system was used to image the propagation of a focused air-pulse induced elastic wave, and the Young's modulus was quantified from the elastic wave group velocity. OCE measurements were taken at the center and boundary of the diseased region to determine whether OCE can detect SSc at regions with less severe disease progression. The results demonstrate that OCE was able to accurately detect fibrotic skin, even at the periphery of the diseased region. To validate this approach, the hydroxyproline content, semiquantitative histological analysis, and the skin thickness were also assessed, in parallel. The OCE readouts and hydroxyproline content, histology, and thickness results were in good agreement, demonstrating that OCE is a promising and potentially useful tool for quantifying skin involvement in SSc in a rapid, unbiased, and noninvasive manner.
Materials and Methods

Sample Preparation
Eight-week-old, pathogen-free, female C3H/HeJ mice were purchased from Jackson Laboratory (Bar Harbor), and pharmacologic grade BLM was obtained from Teva Parenteral Medicines Inc. (Irvine, California). BLM was dissolved in sterile phosphate buffered saline (PBS) at a concentration of 1 mg∕mL and was intradermally administered to shaved lower dorsal skin once per day in a total volume at 100 μL∕day, for four weeks. The shaved area is almost the same among all the mice. Since the BLM powder was dissolved in PBS for the diseased group, we gave the control group 100 μL sterile PBS each day to remove inter-treatment variability due to the injection itself. The day following the final PBS or BLM treatment, all mice were subjected to either in vivo or in vitro skin OCE examination. After the OCE assessment, skin tissue from both in vivo and in vitro mice was collected for the further histological analysis. All studies and procedures were approved by the Animal Care and Use Committee of University of Houston. The sample information has been listed in Table 1 .
Histological Analyses
Skin tissue was fixed in 10% formalin solution and embedded in paraffin. The paraffin sections were stained with hematoxylin and eosin (H&E) to evaluate histopathological changes and with Masson stain to detect collagen fibers in tissues. Dermal thickness, which was defined as the thickness of the skin from the top of the granular layer to the junction between the dermis and subcutaneous fat, was measured after taking photographs. Histological changes were assessed by a pathologist in a blinded manner. A semiquantitative scale was used to score dermal inflammation and skin fibrosis (0 none, 1 mild, 2 moderate, 3 severe). For each sample, at least four points have been randomly selected to measure the thickness, and the final thickness of each sample is the average of these four measurements.
Skin Hydroxyproline Content Measurement
A hydroxyproline assay kit was purchased from Sigma-Aldrich (MAK008-1KT, St. Louis). Hydroxyproline is a modified amino acid unique to collagen. Hence, fibrosis can be quantitatively estimated by determining the total hydroxyproline content of the tissue. Briefly, skin tissue was first homogenized and hydrolyzed with 12 M hydrochloric acid 120°C for 3 h. The supernatant was then collected to determine the hydroxyproline concentration by the reaction of oxidized hydroxyproline with 4-(Dimethylamino) benzaldehyde. The results were expressed as micrograms of hydroxyproline per gram of skin.
Optical Coherence Elastography Experimental Procedure
Two separate OCE measurements were performed: in vitro assessment of murine dorsal skin samples and in vivo assessment on anesthetized mice. During the in vivo measurements, all mice (N ¼ 17) were anesthetized with isoflurane, and in vivo OCE measurements were performed on the central versus the peripheral regions of the diseased skin on the lower back in order to assess the feasibility of detecting SSc at the periphery of the diseased region. The dorsal spine was beneath the center region, but not imaged in the peripheral region. The in vitro measurements were taken at the peripheral of the diseased spots on the dorsal skin samples, obtained after euthanizing the mice (N ¼ 14). All in vitro experiments were completed within 12 h after the skin samples were harvested. A summary of how the samples were used for OCE experiment is listed in Table 2 . 
Phase-Stabilized Swept Source Optical Coherence Elastography System
A home-built PhS-SSOCE system is composed of a phasestabilized swept source optical coherence tomography (PhS-SSOCT) system and a focused air-pulse delivery device, as shown in Fig. 1 . The PhS-SSOCT system utilized a broadband swept laser source (HSL2000, Santec Inc.) with a central wavelength of ∼1310 AE 75 nm and A-scan rate of 30 kHz. A fiber Bragg grating was utilized for A-scan triggering and phase stabilization. The axial resolution of the system was ∼11 μm (z-axis) in air, and the phase stability of the system was experimentally measured as ∼16 mrad, which corresponds to the detectable displacement of ∼3 nm. 28 The corresponding sensitivity of this system was 104 dB. Further details of the PhS-SSOCT system can be found in our previous work. 28, 29 The PhS-SSOCT system was synchronized with a pulse generator that drove an electronically controlled pneumatic solenoid. The focused air-pulse was expelled through the solenoid and out of a cannula port with a flat edge and inner diameter of ∼150 μm. The air source pressure was controlled by a standard pneumatic valve and was monitored with an air pressure gauge. The air port tip was aligned with the OCE imaging plane from the OCT structural image, as seen by the shadow below the air port tip in Fig. 2(a) . Based on this alignment, the largest displacement position can be observed and determined as the first position for the elastic wave group velocity computation. The force of the focused air-pulse on the mouse skin was ∼2 Pa, 30 and the localized air-pulse was precisely positioned by a three-dimensional (3-D) linear micrometer stage. Successive 501 M-mode images (M-B mode) were acquired in an ∼6 mm line where the excitation was at the center of the scan range as shown in Fig. 2(a) . Because the elastic wave propagation distance in the skin was limited to ∼1 mm, center excitation allowed for effectively taking measurements from both sides of the excitation. The lateral resolution was ∼12 μm. Each M-mode image was recorded for 3000 A-lines (100 ms) to monitor the wave propagation as shown in Fig. 2(c) . The displacement images were reconstructed from the displacement profiles at all the imaged positions to visualize the elastic wave propagation at the effective frame rate of 30 kHz. In the reconstructed movie, a five-pixel movingaveraging window was performed in both spatial and temporal domains. By synchronizing the air-pulse with the M-mode frame trigger, the PhS-SSOCT system effectively imaged the elastic wave propagation and the OCT images can be reconstructed from the recorded A-lines. 31 Fig. 2(b) .
Elastic Group Wave Velocity Calculations
The vertical temporal displacement profiles of the elastic wave at the surface, d surface ðtÞ, were calculated from the raw unwrapped surface phase profiles, φ surface ðtÞ, using the following equation: 32 E Q -T A R G E T ; t e m p : i n t r a l i n k -; e 0 0 1 ; 3 2 6 ; 3 9 2 d surface ðtÞ ¼ λ 0 2πn air × φ surface ðtÞ;
and the displacement profiles within the skin, d inside ðtÞ, were corrected due to the surface motion and refractive index mismatch between air and the tissue from the raw unwrapped phase profiles inside the skin, φ inside ðtÞ, using the following equation:
33 E Q -T A R G E T ; t e m p : i n t r a l i n k -; e 0 0 2 ; 3 2 6 ; 2 9 4
where λ 0 is the central wavelength of the laser source, and n skin ¼ 1.4 was the refractive index of the skin. 34 The time delay, Δt, of the elastic wave to propagate from a reference position near the excitation position to each of the OCE measurement position distance was determined by cross-correlation analysis of the normalized temporal displacement profiles. The elastic wave group velocity, c g , for a given imaged indepth layer was computed by a least squares linear fit of the propagation time delays to the corresponding OCE measurement positions. 35 The depth-wise median velocity was used as the elastic wave group velocity for that given sample to calculate the elasticity. The elastic wave was considered as a Rayleigh wave due to the geometry of the sample and boundary conditions. 36 Young's modulus was quantified from the group velocity, c g , using 37 Table 
where ρ ¼ 1100 kg∕m 3 is the density of the tissue and ν ¼ 0.47 is the Poisson's ratio. 38 The computational window was ∼1 mm (90 pixels) along the skin surface and 0.2 mm (50 pixels) in depth. To avoid specular reflections from the skin surface and subsequent saturation artifacts, the computational window was shifted beneath the surface by 50 μm (10 pixels). Because the elastic wave propagation was imaged in two directions, the Young's modulus was averaged from both directions and used as the single value for a given sample.
Statistical Analysis
Results were expressed as inter-sample means AE standard deviation. Statistical analysis was performed using GraphPad Software (California). Significance was determined using a twotailed t test, and a p value <0.05 was considered significant.
Results
Histopathology
After four weeks of BLM injection, the histological changes around the injection sites were examined. We documented the presence of sclerotic skin with thickened collagen bundles and homogeneous deposition as determined by Masson's trichrome and H&E staining, as shown in Figs. 3(a)-3(d) . The skin thickness in the BLM-SSc group (363 AE 25.94 μm) was significantly greater (p < 0.001) than the PBS control mice (203.6 AE 10.32 μm), as illustrated in Fig. 3(e) . The skin fibrosis score and the skin hydroxyproline content of the BLM-SSc group was significantly higher (p < 0.001) than that of the PBS control group, as plotted in Figs. 3(f)-3(g) . In addition, cellular infiltrates and a decrease in the amount of subcutaneous fat tissue were observed in the BLM treated mice, as illustrated in Figs. 3(b) and 3(d).
Optical Coherence Tomography/Optical Coherence Elastography Assessment of Skin
The epidermal-dermal junction (EDJ) is an easily identifiable structure that is clearly altered during SSc development 1 as seen in Fig. 4 . From the OCT images in Fig. 4 , the EDJ can be clearly seen in the healthy skin, while there is no clear demarcation in the SSc skin between the epidermis (E) and dermis (D). Moreover, additional structure in the dermis region cannot be seen in the SSc skin due to the more rapid light attenuation as a function of depth caused by collagen thickening. These features show promise for the use of OCT to detect SSc development by monitoring structural changes.
To investigate the biomechanical properties of the skin, a focused air-pulse induced a small amplitude (μm scale) deformation, which then propagated as an elastic wave. From Fig. 2(c) , the elastic wave propagation and amplitude attenuation with increasing distance from the stimulation point are clearly evident in the healthy skin sample that was used. When OCE assessment was applied to the BLM-SSc skin, interesting differences were observed.
The elastic wave propagation profiles from the healthy skin (Video 1, top) and the BLM-SSc skin (Video 1, bottom) were significantly different after excitation. In Fig. 5(a) , the Fig. 6 . The Young's modulus of the healthy skin was 4.1 AE 1.9 kPa and was significantly less (p < 0.05) than the stiffness of the central region of the BLM-SSc affected skin, which was 36.6 AE 27.2 kPa. Following BLM challenge, skin involvement demonstrates considerable spatial variation. Hence, we next tested if OCE could also capture less severe skin changes at the periphery of the affected skin lesions. The results depicted in Fig. 7 demonstrate that OCE was also able to distinguish the BLM-SSc affected skin at the periphery of the afflicted region from the healthy control skin (p < 0.05). The Young's moduli of the healthy and BLM-SSc skin, assessed in vitro, were 12.2 AE 7.1 and 52.6 AE 33.8 kPa, respectively, as plotted in Fig. 7(a) . The in vivo elasticity assessments of the healthy skin and BLM-SSc skin at the periphery of the diseased region were 1.8 AE 0.7 and 5.2 AE 2.7 kPa, respectively. These values appear to be lower than the measurements recorded at the central regions of the affected skin (Fig. 6 ).
Discussion
In this work, we have demonstrated the first use of noncontact OCE to detect elasticity differences between fibrotic and healthy murine skin samples, in vitro and in vivo, following BLMinduced SSc-like disease. The results show that this optical imaging method was able to successfully distinguish the fibrotic and healthy skin; importantly, fibrotic skin was significantly stiffer than the healthy skin. This correlates well with previous work using ultrasound elastography 39 and contact-based Vesmeter. 25 The increased Young's modulus and thickness observed in this study may be the direct consequence of increased collagen accumulation in SSc skin, which has been well documented in the SSc literature and reproduced by our histological analyses [Figs. 3(e)-3(g) ]. In addition, the diseased samples showed a greater variance in elasticity as compared to the healthy skin. This may be due to differences in BLMinduced SSc progression between each individual sample and, consequently, collagen accumulation and distribution. The results from the OCE assessments at the margin of the diseased region showed that this imaging technique has sufficient capability to detect less dramatic changes in elasticity in BLM-affected SSc skin, as plotted in Figs. 7(a) and 7(b).
While it is difficult to assess gradations in the degree of skin thickening using the currently used mRSS metric, the OCE platform may offer accurate, graded assessment of skin involvement in SSc. Moreover, previous work has reported that the BLMinduced SSc model shows significant similarities with naturally developed SSc in patients, 40 which supports the clinical value of the presented results in this study.
Elasticity values quantified based solely on group wave velocity may not be entirely accurate. In addition, boundary conditions affect the elastic wave velocity. From Fig. 7 , it can be seen that the stiffness of the in vitro samples, obtained after sacrificing the mice, was greater as compared to the in vivo samples. The in vitro skin samples were mounted on polystyrene foam during the imaging experiments, which may have introduced additional artifacts in stiffness measurements when compared to the skin during the in vivo measurements. We are currently investigating if these differences account for the differences in Young's modulus recorded in vitro versus in vivo.
Regardless, the data demonstrate that PhS-SSOCE was able to detect and quantitate fibrotic and elastic changes in the skin that are typical of SSc.
For routine practical clinical application of noncontact OCE, further reduction in acquisition time may be required. In the present report, 501 M-mode images were acquired from each skin sample with 100 ms duration for each image. However, we have recently reported a noncontact phase-sensitive OCE technique at ∼1.5 million A-lines per second where the elastic wave was directly imaged, resulting in a total acquisition time of ∼30 ms. 41 In addition, only a single air-pulse was required for an elasticity assessment over a line, while in the presented work, an air-pulse was synchronized with each M-mode image. Moreover, due to the reduced data size, the computational cost for data processing can be significantly decreased. When coupled with GPU accelerated OCE, 42 this technique may be able to provide near-real-time elasticity estimates. Miniaturization of the components shown in Fig. 1 will allow this platform to be more practitioner-friendly in an outpatient clinic setting. Similar studies are clearly warranted in SSc patients to evaluate if OCE can be used to monitor skin involvement in SSc in a longitudinal fashion.
However, the measured elasticity by the proposed technique can be affected by sample conditions, such as thickness and curvature. 43 Hair on the skin can significantly hinder the propagation of the elastic wave, and differences in skin geometry may decrease the accuracy of the elasticity estimation. Thus, a flat hair-free portion of the skin would be required for accurate in vivo OCE assessment. For in vitro elasticity characterization, the sample thickness and boundary conditions during the OCE measurement can also affect the measured elasticity. Although the elastic wave velocity can be affected by the sample condition (e.g., geometry), OCE allows for a more sensitive and objective quantification as compared to the mRSS method.
Conclusion
To summarize, we have demonstrated the first use of noncontact OCE to identify elasticity changes in murine skin afflicted with BLM-induced SSc. The OCE and histopathological results were in good agreement, demonstrating the feasibility of OCE for detecting skin changes associated with SSc, even when the disease is mild. Due to its noncontact detection and loading, objective assessment, high spatial resolution, and ability to accurately detect SSc even at the periphery of the diseased region, OCE is a promising technique for SSc diagnosis and monitoring.
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